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Abstract— Confocal microscopy is employed as a fast and 
non-invasive way to capture a sequence of images from different 
layers and membranes of the cornea. The captured images are 
used to extract useful and helpful clinical information for early 
diagnosis of corneal diseases such as, Diabetic Peripheral 
Neuropathy (DPN). In this paper, an automatic corneal subbasal 
nerve registration system is proposed. The main aim of the 
proposed system is to produce a new informative corneal image 
that contains structural and functional information. In addition a 
colour coded corneal image map is produced by overlaying a 
sequence of Cornea Confocal Microscopy (CCM) images that 
differ in their displacement, illumination, scaling, and rotation to 
each other. An automatic image registration method is proposed 
based on combining the advantages of Fast Fourier Transform 
(FFT) and phase correlation techniques. The proposed 
registration algorithm searches for the best common features 
between a number of sequenced CCM images in the frequency 
domain to produce the formative image map. In this generated 
image map, each colour represents the severity level of a specific 
clinical feature that can be used to give ophthalmologists a clear 
and precise representation of the extracted clinical features from 
each nerve in the image map. Moreover, successful 
implementation of the proposed system and the availability of the 
required datasets opens the door for other interesting ideas; for 
instance, it can be used to give ophthalmologists a summarized 
and objective description about a diabetic patient’s health status 
using a sequence of CCM images that have been captured from 
different imaging devices and/or at different times. 
Keywords— Diabetic, Diabetic Peripheral Neuropathy, 
Image Registration, Fast Fourier Transform, Phase Correlation, 
Automatic Nerve Segmentation, Corneal Confocal Microscopy. 
I. INTRODUCTION 
Recently, numerous clinical reports have pointed out that 
diabetes is a significant chronic health problem for which 
there is no currently an effective therapy [1]. For example, in 
2012, the American Diabetes Association reported that, out of 
29.1 million of the total US population, about 21 million had 
diagnosed diabetes and 8.1 million had it but were 
undiagnosed. In the UK, it is estimated that by 2025, 4 million 
people will have this disease, whether diagnosed or 
undiagnosed [2], [3]. In advanced cases, it is considered a 
main cause for foot ulceration, damage to the peripheral 
nerves and lower limb amputation. For example, in 2004, 
approximately 71,000 non-traumatic lower limb amputations 
were conducted in the U.S. [4]. Moreover, Diabetic Peripheral 
Neuropathy (DPN) is one of the most long-term complications 
of diabetes and affects up to about 50% of patients [5]. 
Consequently, an accurate diagnostic and quantification of 
DPN is needed to define at-risk patients and for early 
diagnosis and application of new therapies. The eye is the only 
part of the human body in which nerves can be checked 
directly and non-invasively, therefore, a number of helpful 
clinical features can be extracted from imaged of these 
structures for early and accurate diagnostic of DPN. 
Particularly, rich nerve plexuses can be observed at the 
subbasal corneal epithelial layer and in the retina using CCM 
and optical coherence tomography, respectively [4].  
In this study a sequence of corneal images captured using 
CCM are used. In particular, those images that contain the 
elongated and narrow corneal nerve fibers, which are captured 
from a specific corneal depth range of about 10 m inside the 
subbasal epithelium layer. The cornea is the outer transparent 
layer, approximately 500 μm thick that covers the front of the 
eye. It consists of five layers: the outermost epithelium 
membrane, followed by the Bowman’s layer, the stroma, 
Descemet’s membrane and the innermost endothelium layer 
[6], as shown in Fig1. The cornea is considered one of the 
most sensitive tissues in the human body and is densely 
supplied by a complex network of sensory and nerve fibers 
located at the joint between Bowman’s layer and the subbasal 
epithelium layer [7]. Recently, the analysis of corneal nerves 
structures has received increasing interest because these 
nerves have been shown to produce quite important 
information about corneal damage various causes such as, 
surgical interventions on the cornea (e.g. LASIK and PRK) 
[8], wearing contact lens for a long time, corneal 
transplantation and fungal keratitis [9],[10]. More recently, a 
significant link has been demonstrated between a number of 
clinical features extracted from these structures (e.g. nerve 
tortuosity and length) and the severity of diabetic neuropathy 
[11]. However, accurate estimation and quantification of these 
clinical features requires a number of informative corneal 
images that have structural and function
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Then, the normalized cross-power spectrum R between H1 
and H2 is computed using the phase correlation technique as 
follows: 
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Where H* is the complex conjugate of H. The Fourier 
shift theorem ensures that the cross-power spectrum phase is 
equivalent to the difference between the two images. The 
translation offsets (x0, y0) can be acquired by detecting the 
location of the peak in the IFFT of R.  
The FFT based phase correlation registration algorithm to 
detect translation, rotation, and scale differences is described 
in detail in [13]. If fs (x,y)  is a translated, rotated and scaled 
replica of the reference image fr (x,y), with translation offsets 
(x0, y0), rotation angle©0 and scale factor k, then, 
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Their corresponding Fourier transforms Fs and Fr and 
magnitudes are defined using the Fourier shift theorem as 
follows:  
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Let Ms and Mr denote the magnitude spectra of fs and fr, 
respectively, they are defined as follows:  
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If Gs and Gr are the transforms of Ms and Mr, expressed in 
polar coordinates, i.e. 
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Next, the scaling factor k and rotation angle© 0 are 
acquired using the phase correlation technique. Once, the 
scaling and rotation parameters are acquired, the fr (x,y) image 
is scaled and rotated using the obtained parameters. Finally, 
the phase correlation technique is applied again to find out the 
translation offsets (x0, y0). Once, all parameters (x0, y0,©0, k) 
have been obtained, the 2D image registration process 
between the two images has been completed.   
III. THE PROPOSED CORNEAL NERVE REGISTRATION SYSTEM 
The main steps of the proposed automatic corneal sub-
basal nerve registration system to produce a new informative 
corneal image map that contains both structural and functional 
information are illustrated in Fig 2. The generated corneal 
image map can play a significant role by improving the nerve 
visibility and acquiring more precise clinical feature with less 
processing time instead of searching manually through a 
sequence of CCM images to extract these features from each 
image individually. Firstly, a sequence of corneal nerve 
images (f1,f2,…,fn) are used that may differ in their 
displacement (viewpoint) because they are captured using 
different sensors and/or at different times. Moreover, they can 
be captured with non-uniform distribution of the lighting in 
different areas of the corneal layer due to the spherical shape 
of the cornea and may have some observed artefacts as a result 
of eye movement during the acquisition process. Secondly, an 
automatic image registration algorithm is employed to align 
this sequence of corneal images where the first image is 
aligned with the second image and the generated registered 
image will be aligned with the next corneal image in the 
sequence and so on. After that, a fully automatic nerve 
segmentation algorithm1 is applied to the last generated image 
map from previous step. This is followed by producing a 
colour coded map of the corneal nerve image that represents 











Fig. 2. The main steps of the proposed system to generate a colour coded 
corneal nerve image map. 
 
A. Image Registration 
The proposed registration algorithm searches for an optimal 
match using information in the frequency domain in order to 
align a sequence of corneal sub-basal images that differ in their 
displacement, scaling, and rotated to each others. The major steps 
of the implemented image registration algorithm to align two 
sequenced corneal images f1(x,y) and f2(x,y) can be summarized 
as follows: 
 
1) Apply the 2D-FFT to the input images f1(x,y) and f2(x,y) 
to obtain the Fourier magnitude spectra F1(u,v) and 
F2(u,v), as described in (4). 
2) The Fourier magnitude spectra of the input images is 
multiplied with a high-pass emphasis filter to reduce the 
noise that could be introduced by (Step 1). A simple high-
pass filter is used as follows: 
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3) The Fourier log-magnitude spectra is used for mapping 
from the Cartesian coordinates to log-polar coordinates 
rather than the Fourier magnitude spectra, as described in 

















4) In log-polar coordinates, the cross power spectrum is 
computed applying the phase correlation technique to 
both images, as described in (2). Followed by detecting 
the location of the peak of IFFT of the cross-power 
spectrum to obtain the scaling factor and rotation angle. 
5) A transformed image is acquired from f1(x,y) using 
acquired scaling and rotation information as affine 
transformation parameters. In this work, the transfor-
mation is implemented using “nearest” interpolation of 
the f1(x,y) image. Finally, the phase correlation technique 
is applied again to compute the Cross power spectrum 
phase from the transformed image and f2(x,y) to find out 
the translation offsets (x0, y0).   
6) Once, all parameters (x0, y0, 0, k) have been            
obtained, the image registration is performed and the 
generated image map is used as a reference image with 
the next image in the sequence of CCM images, as shown 
in Fig.3.  
 A block diagram of the image registration algorithm 
using the FFT based phase correlation technique, is shown in 
Fig.4.   
B. Image Segmentation  
In this paper, the nerve tracing task is performed using a 
fully automatic corneal sub-basal nerve segmentation system. 
This system is still unpublished work and it consists of two 
main stages: the nerve segmentation and a morphometric 
parameters quantification stage. The nerve segmentation stage 
consists of three steps: preprocessing, morphological 
operations and edge detection step. In the morphometric 
parameters quantification stage, a number of clinically useful 
features are calculated including length, thickness, tortuosity 
of nerve that can be used for the early diagnosis and follow up 
of DPN using CCM images. The performance of the nerve 
segmentation system has been tested and evaluated on a 
dataset consisting of 498 cornea sub-basal nerve images and 
results obtained have demonstrated the efficiency of the 
proposed system. Fig.5 shows some examples of applying the 













Fig.3. Applying the image registration algorithm on three sequenced CCM images where the last column represents the output.
_________________________________________________________________________________________________________________________________________________
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Fig.5. Corneal nerve segmentation system outputs: (Top
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Fig.6. The colour coded corneal nerve image map: top 
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Fig.7. Representative box-plots illustrating: (a) ANT
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